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DISCLOSURES

▪ Clinical Proctor for Edwards Lifesciences



65 yo M
Chest pain with Lateral ST elevation



Predilation
Synergy 3.5x 32mm



Initial no reflow



Refractory Pulmonary Edema
FiO2 100% with PEEP 15 cm



Hemoptysis noted in the ETT



Papillary Muscle Rupture



Mitra Clip
Anatomic Exclusions

▪ MVA < 4 cm2

▪ Leaflet Ca++

▪ Severe retracted 
posterior leaflet



Mitra-Clip
New Generation

~6 mm* ~9 mm*

MitraClip XTRMitraClip NT / NTR

*Leaflet insertion needed to engage all frictional elements

**Clip arm length     § Clip arm span at 120 degrees  

~9 mm** ~12 mm**

17 mm § 22 mm§



XTR
Outcomes
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Transseptal Puncture
Left atrial navigation



Optimizing Trajectory



Missed grasp



Repeat Attempt



MR improved



Reconfirm Quality of grasp







Patient Extubated in 36 hours 


